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Change #1, 678 

On Page 13, Table 4,  DC Volts Frequency row, replace with: 


DC Volts Frequency [1] 3 V 45 Hz  45.06 Hz 44.94 Hz 

 

Change #2, 670 

On Page 11, Table 3,  AC Volts row, replace with: 


AC Volts 

5 V 45 Hz  4.947 V ac 5.053 V ac 

 

 

 


